[Clinical experience with the first 100 operations to implant programmed electrocardiostimulators].
The implantation of a home programmed device "ECS-500" was performed in 121 patients with different disturbances of the cardiac rhythm. Programmed ECSs were used in 103 patients with echocardiography and integral rheography. Seventy six patients were observed in terms from 2 months to 1.5 year. Optimum frequencies of electrostimulation (ES) were determined for different groups of patients. Lower frequencies of ES allowed to lessen manifestations of angina pectoris in patients with ischemic heart disease. Higher amplitude of the impulse prevented reoperations in 4 patients with "block of output" of electrodes. The experience allows "ECS-500" to be recommended for introduction into clinical practice.